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Read the instructions
for use booklet before
using SideStream Plus
for the first time.
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How to use your SideStream Plus nebulizer

1. Place compressor on a
solid surface.

2. Connect tubing to the
compressor and medicine cup.

3. Unscrew lid.

4. Fill medicine cup.

5. Replace lid. Connect mouthpiece.

6. Do not tip SideStream Plus.

7. Plug compressor into outlet.

8. Turn switch on.

9. Sit upright, relax, and slowly
breathe in and out.

If you need to use a SideStream Plus adult or pediatric mask . . .

1. Remove mouthpiece and
attach mask.

2. Place mask over nose and mouth.

3. Place strap over head and adjust.

2. Disassemble and wash all parts
in warm, soapy water.

3. Rinse in clean water and air dry.

Cleaning instructions
After every use...

1. Disconnect handset from tubing.

Once each week...

1. Place parts (except
tubing) in water
and 2-3 drops of
dishwashing liquid.

2. Boil 10 minutes.

3. Rinse in clean water for
2 minutes and air dry.

4. May be washed once a
week on top rack of
dishwasher, within basket.

Replace SideStream Plus after six months of use
If you have any questions regarding this information, please contact Philips Respironics
Customer Service at (800) 962-1266.
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